Power 
supply with 
light source 


EC-01-05-001-A 


PNS code: EC-01-05-001-A 


Drg no.: EC-01-05-001-A 


SSS 


Description: Sample illumination supply 


leo 


Cable: 3x1.5mm2, white 


PNS code: EA-05-00-016-A 


Type: OWY3x1.5mm2 


Connector 1: MIC-10 


Connector 2: none (ZUG 


PNS code: EA-06-00-015-A connector) 


Type: T65 female 


Location: Sample illumin. 
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